Introduction {#sec1-2331216516640486}
============

People with cochlear hearing loss usually experience loudness recruitment and the associated reduced dynamic range ([@bibr11-2331216516640486]; [@bibr37-2331216516640486], [@bibr38-2331216516640486]; [@bibr65-2331216516640486]). Most modern hearing aids incorporate some form of multichannel amplitude compression or automatic gain control (AGC) to deal with this. In principle, AGC can make low-level sounds audible while preventing high-level sounds from becoming uncomfortably loud. However, controversy continues about the "best" way to implement AGC, and in particular whether it should be fast acting or slow acting.

There are several factors that affect the usefulness and acceptability of hearing aids. One factor is the extent to which hearing aids improve the ability to understand speech in quiet and in the presence of background sounds ([@bibr9-2331216516640486]). A second factor is sound quality, which is important both for speech sounds and for other sounds such as music. Poor sound quality is a major reason for rejection of hearing aids ([@bibr28-2331216516640486], [@bibr29-2331216516640486]). In this study, we assessed the preferences for sound quality of 22 hearing-impaired subjects for fast relative to slow compression, using a simulated hearing aid. The study was intended to answer two questions: (a) Are preferences for slow versus fast compression consistent for speech and music stimuli? For example, if an individual prefers slow compression for speech, will they also prefer slow compression for music? (b) Are preferences for compression speed related to sensitivity to temporal fine structure (TFS), as hypothesized by [@bibr39-2331216516640486].

The speed of response of an AGC system is usually measured using a sound whose level changes abruptly between two values, 55 and 90 dB sound pressure level (SPL). The time taken for the gain to decrease to within 3 dB of its steady value following an increase in level is called the attack time, t~a~. The time taken for the gain to increase to within 4 dB of its steady value following a decrease in level is called the recovery time or release time, t~r~ ([@bibr1-2331216516640486]). The range of attack and release times currently implemented in hearing aids is large (t~a~ = 0.5--2,000 ms, t~r~ = 10--5,000 ms), and there is currently no consensus as to the best compression speed ([@bibr39-2331216516640486]). Compression is often described as fast or slow acting, depending on the values of t~a~ and t~r~. Systems described as fast usually have t~a~ from 0.5 to 20 ms and t~r~ from 5 to 150 ms. Fast compression causes changes in gain within the time course of a single word and so is also known as "syllabic" compression. Systems described as slow usually have t~a~ from 10 to 2,000 ms and t~r~ from 500 to 5,000 ms. Slow compression causes little change in gain over the time course of individual words and is also known as automatic volume control. Both fast and slow compression have strengths and limitations; see [@bibr39-2331216516640486] for a review.

[@bibr16-2331216516640486] reviewed 13 studies investigating the effect of compression speed in hearing aids. Four showed no effect, three showed that fast compression was superior to slow compression, three showed that slow compression was superior to fast compression, and three showed that the best time constants varied across subjects. The diversity of results across studies is probably partly a result of the great variety of evaluation criteria. Some studies focused on speech intelligibility in quiet, some on speech intelligibility in noise, some on subjective ratings of sound quality or speech intelligibility, and some on paired-comparison judgments of preference. A problem with most of the studies is that the amount of compression was not adjusted to suit the hearing loss of the individual being tested. Often, the amount of compression (as determined by the compression ratio \[CR\]) was greater than would typically be used in practice and did not vary with frequency in an appropriate way.

[@bibr15-2331216516640486], [@bibr16-2331216516640486], [@bibr17-2331216516640486]) conducted a study that overcame many of the problems of earlier studies. They tested 50 subjects in a within-subjects, randomized, blind, crossover evaluation of five different hearing-aid signal-processing schemes, two with linear amplification and three with two-channel AGC differing only in release time constants. The frequency-dependent gain and compression were adjusted appropriately for each subject. Outcome measures included the intelligibility of speech in steady noise and fluctuating noise (ICRA noise; [@bibr10-2331216516640486]). They also measured the cognitive ability of their subjects using a visual digit-monitoring task and a visual letter-monitoring task. They found a significant interaction between cognitive ability, the temporal characteristics of the noise (steady or fluctuating), and the release time constants. They reported that "listeners with greater cognitive ability derive greater benefit from temporal structure in background noise when listening via fast time constants, one of whose effects is to facilitate 'listening in the gaps'" ([@bibr15-2331216516640486], p. S77). In other words, the ability to listen in the dips of a fluctuating masker could be facilitated by fast compression, as found previously by [@bibr49-2331216516640486], but this happened mainly for subjects with greater cognitive ability.

[@bibr16-2331216516640486] reported that slow compression was preferred to fast compression for subjective listening comfort, but for reported and measured speech intelligibility, the converse was true. There was no significant effect of compression speed for overall satisfaction. [@bibr16-2331216516640486] also reported that there were clear individual differences in the patterns of benefit. The majority of subjects ranked fast compression as either their most preferred or least preferred option, whereas slow compression most frequently received intermediate rankings.

[@bibr43-2331216516640486] used a paired-comparison procedure and a simulated hearing aid to compare preferences for slow versus fast compression, using both speech and music stimuli. The subjects had mild hearing losses, and the simulated hearing aid was programmed to suit the individual hearing losses using the CAM2 procedure ([@bibr42-2331216516640486]). They found slight mean preferences for slow compression for both speech and music, but the effect occurred mainly for an input level of 80 dB SPL, and not for input levels of 50 and 65 dB SPL. They did not present individual results but reported that there were marked individual differences.

[@bibr39-2331216516640486] suggested that individual differences in best compression speed might be related to sensitivity to the TFS of the waveforms evoked by sounds on the basilar membrane. Hearing-impaired subjects perform more poorly than normal-hearing subjects on tasks that are thought to rely on sensitivity to TFS, for example, discrimination of harmonic and frequency-shifted tones ([@bibr21-2331216516640486], [@bibr22-2331216516640486]; [@bibr40-2331216516640486]), interaural phase discrimination ([@bibr24-2331216516640486]; [@bibr31-2331216516640486]), and detection of low-rate frequency modulation ([@bibr8-2331216516640486]; [@bibr53-2331216516640486]; [@bibr71-2331216516640486]). [@bibr25-2331216516640486] and [@bibr22-2331216516640486] reported high variability in the ability of hearing-impaired subjects to use TFS information, some being completely insensitive to TFS information and others having a similar ability to use TFS as people with normal hearing.

[@bibr39-2331216516640486] suggested that hearing-aid users with good TFS sensitivity may benefit more from fast than from slow compression, as TFS information may be important for listening in the dips of a fluctuating background ([@bibr44-2331216516640486]), and fast compression increases the audibility of signals in the dips ([@bibr49-2331216516640486]). This argument may not be completely correct because the ability to use TFS information does not seem to be related to the magnitude of masking release (the difference between speech identification scores for speech in a steady and a fluctuating background; [@bibr2-2331216516640486]; [@bibr12-2331216516640486]; [@bibr14-2331216516640486]; [@bibr57-2331216516640486]). However, high sensitivity to TFS is associated with a better ability to understand speech at low speech-to-background ratios ([@bibr14-2331216516640486]), perhaps because TFS information is useful for perceptual segregation of the target and background sounds ([@bibr33-2331216516640486]). Dip listening becomes more important and effective at low speech-to-background ratios ([@bibr3-2331216516640486]). Hence, the greater audibility of low-level parts of the signal provided by fast compression may be beneficial for listeners with good sensitivity to TFS. More generally, high sensitivity to TFS may be associated with less reliance on temporal envelope cues and hence more resistance to the envelope distortion produced by fast-acting multichannel compression ([@bibr64-2331216516640486]; [@bibr66-2331216516640486], [@bibr67-2331216516640486]; [@bibr70-2331216516640486]).

In contrast, people with poor TFS sensitivity may rely mainly on temporal envelope information in different frequency channels, and for them, it may be important to avoid the temporal envelope distortion that is introduced by fast compression. Hence, slow compression may be the preferred option for people with poor sensitivity to TFS. It should be noted that preservation of temporal envelope cues may be important for people with poor TFS sensitivity for many types of acoustic signals, not just speech in background sounds.

[@bibr20-2331216516640486] tested the hypothesis that the best compression speed for speech intelligibility depends on the availability of original TFS information. The intelligibility of speech in the presence of a background talker was measured for normal-hearing subjects listening via a simulated hearing aid using either fast or slow compression followed by a simulation of threshold elevation and loudness recruitment ([@bibr45-2331216516640486]). The input signals were either unprocessed or were tone vocoded to remove the original TFS information. If the best compression speed depends on the availability of original TFS information, there should be an interaction between speed of compression and processing condition. As expected, performance was better for the nonvocoded stimuli than for the vocoded stimuli. Performance was better with fast compression than with slow compression. The interaction between compression speed and processing condition was not significant, so the results did not support the idea that the availability of original TFS information affected the compression speed that gave the best intelligibility.

[@bibr20-2331216516640486] pointed out a limitation of their study, namely that tone-vocoded signals (like any audio signals) contain both envelope and TFS information. The TFS in a vocoded signal is different from that of the original signal, but the TFS that is present nevertheless conveys information about the spectro-temporal structure of the original signal ([@bibr40-2331216516640486]; [@bibr62-2331216516640486]; [@bibr63-2331216516640486]). Thus, the loss of ability to use TFS information associated with cochlear hearing loss is not simulated using vocoder processing. The normal-hearing subjects in the study of Hopkins et al. would have been able to use TFS information in both the nonvocoded and vocoded signals.

The present study used hearing-impaired subjects to assess whether relative preferences for fast versus slow compression were related to sensitivity to TFS. We chose to focus initially on preferences because preferences seem to be mainly based on sound quality, and sound quality is important for the initial acceptance of hearing aids ([@bibr28-2331216516640486], [@bibr29-2331216516640486]). A paired-comparison task was used; on each trial, the same stimulus segment was presented twice in succession, once processed with fast compression and once with slow compression. Because hearing aids are often used for listening to music as well as for listening to speech ([@bibr29-2331216516640486]; [@bibr32-2331216516640486]; [@bibr35-2331216516640486]), we used both speech stimuli and music stimuli. The results were intended to assess whether different compression speeds would be preferred for speech and for music. To avoid complications associated with independent hearing-aid processing at the two ears, preference judgments were obtained using monaural presentation. This is comparable with the situation with monaural aiding but may not adequately represent bilateral aiding. The effects of bilateral aiding will be addressed in future studies.

All subjects were assessed for their sensitivity to TFS, using three tasks. Two of these tasks assessed sensitivity to interaural phase at low frequencies. It was thought to be reasonable to include these tasks because scores on a task assessing sensitivity to interaural phase have been shown to be reasonably highly correlated with scores on a monaural test of sensitivity to TFS conducted at the same center frequency ([@bibr41-2331216516640486]). Initially, we attempted to use the TFS1 test ([@bibr50-2331216516640486]; [@bibr61-2331216516640486]) to assess sensitivity to TFS at medium frequencies. However, we found that several hearing-impaired subjects could not perform this task at all, consistent with the results of [@bibr21-2331216516640486]. Hence, we decided to use a measure of the difference limen for frequency (DLF) at 2000 Hz as the third task. Although the DLF could in principle be determined by either a place mechanism or a temporal mechanism (using TFS), there is evidence that, for normal-hearing subjects, a temporal mechanism dominates for a frequency of 2000 Hz ([@bibr36-2331216516640486], [@bibr40-2331216516640486]; [@bibr41-2331216516640486]; [@bibr60-2331216516640486]). Hence, DLFs that are larger than normal at 2000 Hz probably indicate a reduced ability to use TFS information.

Method {#sec2-2331216516640486}
======

Subjects {#sec3-2331216516640486}
--------

Twenty-two subjects (14 men) with moderate-to-severe sensorineural hearing loss were paid to participate. The number of subjects was chosen such that a correlation as small as .36 between a measure of TFS sensitivity and preference scores would be significant based on a one-tailed test. Their ages ranged from 56 to 87 years, with a mean of 73 years. Twenty were current users of multichannel compression hearing aids, and two did not use hearing aids. Audiometric thresholds were measured for all audiometric frequencies from 0.25 to 10 kHz, using a Grason-Stadler GSI61 audiometer (Eaden Prairie, MN), following the procedure recommended by the [@bibr5-2331216516640486]. Telephonics TDH50 headphones (Farmington, NY) were used for audiometric frequencies up to 8 kHz, and Sennheiser HDA200 headphones (Wedemark, Germany) were used for the frequency of 10 kHz. Only the better ear of each subject was tested using the paired-comparison procedure. The mean and individual audiograms for the ears used for the preference judgments are shown in [Figure 1](#fig1-2331216516640486){ref-type="fig"}. The hearing loss in the test ear ranged from 8 to 60 dB at 500 Hz, 6 to 64 dB at 1000 Hz, 26 to 70 dB at 2 kHz, and 48 to 74 dB at 4000 Hz. Eighteen subjects were native speakers of British English, and four were native speakers of Polish. Figure 1.Individual audiograms (thin lines) of the test ears of the subjects. The thick line shows the mean audiogram, and the dashed lines show ± one standard deviation (SD) around the mean.

Simulated Hearing Aid {#sec4-2331216516640486}
---------------------

The simulated hearing aid was the same as described by [@bibr42-2331216516640486] and [@bibr51-2331216516640486]. Briefly, the aid included a digital filter for overall shaping of the frequency response prior to splitting the signal into five channels, with independent compression in each channel. The lower and upper edge frequencies of channels 1 to 5, respectively, were 100 and 707 Hz, 707 and 1414 Hz, 1414 and 2828 Hz, 2828 and 5657 Hz, and 5657 and 10574 Hz. Five channels were used to achieve a compromise between having sufficient flexibility to implement the frequency-dependent insertion gains (IGs) and CRs required to match the prescription for each subject while avoiding the reduction of spectral and temporal contrast that can occur when many channels are used ([@bibr4-2331216516640486]; [@bibr58-2331216516640486]; [@bibr69-2331216516640486]).

The IGs for a 65-dB speech-shaped noise and the CRs for the five channels were set according to the CAM2 prescription method ([@bibr42-2331216516640486]), modified slightly as described in [@bibr51-2331216516640486], [@bibr52-2331216516640486]). The version of the software used, called CAM2A, was 1.0.7.0. The compression thresholds were chosen to be representative of those used by default in the fitting software of some hearing-aid manufacturers. The compression thresholds (CTs) were set to 49, 41, 40, 34, and 28 dB SPL for channels 1 to 5, respectively.

To simulate fast compression, the attach and release times were set to 10 and 100 ms, respectively, for all channels. To simulate slow compression, the attack and release times were set to 50 and 3000 ms, respectively, for all channels. The CR was limited to 3 when fast compression was used because there is evidence that with fast compression high CRs can lead to reduced speech intelligibility ([@bibr72-2331216516640486]). The CR was allowed to have any value up to 10 when slow compression was used. [Table 1](#table1-2331216516640486){ref-type="table"} compares the CRs for slow and fast compression for each channel of the simulated hearing aid, showing the arithmetic mean across subjects (and corresponding SDs), the geometric mean across subjects, and the maximum and the minimum values. For all channels above the first, the mean CR was greater for slow than for fast compression. The consequences of this are discussed later. Table 1.Comparison of Compression Ratios for SLOW and FAST Compression, for Each Channel of the Simulated Hearing Aid.SLOWFASTChannelAr. Mean*SD*GeoMeanMaxMinAr. Mean*SD*GeoMeanMaxMin11.30.31.22.11.01.30.351.22.11.023.11.52.86.71.42.50.542.53.01.433.11.22.96.91.52.50.472.53.01.545.52.84.9102.03.00.083.03.02.054.81.54.67.82.12.80.252.83.02.1[^1]

It should be noted that the slow compression would have had little effect on the ongoing fluctuations in amplitude for speech at a given level, but it would have resulted in the application of gains that varied with overall level, which is important because three overall levels were used (see later for details). Prior to the onset of the stimuli, the IG values in each channel were at their maximum values (equal to the IG at the CT). However, the use of an attack time of 50 ms for the slow compressor meant that the gain values were fairly rapidly reduced for the higher level stimuli.

All processing was performed offline, using at least 24-bit precision. Stimuli were generated via an Echo Indigo 24-bit sound card (Echo Digital Audio, Santa Barbara, CA), using a sampling rate of 44.1 kHz, and were presented via Sennheiser HDA200 headphones (Wedemark, Germany). The response of the headphones was measured on an acoustic manikin ([@bibr7-2331216516640486]), and digital filtering was used to adjust this response so that it resembled the diffuse-field response of the ear, thus ensuring that the correct IGs were obtained in the ear canal. The prescribed IGs and the CRs could be set very accurately in the software. Also, the output of the headphones for frequencies up to 10 kHz is rather consistent across individual ears ([@bibr19-2331216516640486]). Thus, the prescriptions were probably implemented more accurately here than would be the case in a clinical setting with real hearing aids.

IGs were reduced for the inexperienced subjects according to the CAM2A recommendations. The reductions averaged 1 to 3 dB for frequencies up to 4 kHz and increased to about 4 dB at 6 kHz, 8 dB at 8 kHz, and 10 dB at 10 kHz; the gain reductions varied only slightly with input level.

Stimuli {#sec5-2331216516640486}
-------

The speech stimuli for the English-speaking subjects were digitally recorded segments of running speech (connected discourse) obtained from one male and one female talker of British English. The recordings were a subset of those described by [@bibr39-2331216516640486]. Examples of the spectra of the speech stimuli are given in that article. The recordings were edited to remove pauses for breath and extraneous sounds, but natural-sounding gaps of between 100 and 300 ms were left. One 4.8-s segment of speech was selected for each talker. The speech stimuli for the Polish-speaking subjects were digitally recorded meaningful sentences describing realistic situations. Four short sentences were concatenated to produce a 7.8-s sample of male speech and a 8.9-s sample of female speech. The level of the speech at the input to the simulated hearing aid was 50, 65, or 80 dB SPL.

The music signals were as follows: a 7.3-s segment of a jazz trio (piano, bass, and drums); a 5.6-s segment of a classical orchestra (including brass instruments and cymbals); a 3.5-s segment extracted from track 27 of the compact disc produced by Bang & Olufsen called "Music for Archimedes" (CD B&O 101), consisting of a xylophone (anechoic recording); and an 8.3-s segment of a male singing (a counter-tenor accompanied by guitar and recorder). The long-term average spectra of the first three signals are shown in [@bibr43-2331216516640486]. For all four music signals, the input level to the simulated hearing aid was 50, 65, or 80 dB SPL.

Paired-Comparison Procedure {#sec6-2331216516640486}
---------------------------

The procedure was similar to that described by [@bibr51-2331216516640486]. On each trial, the same segment of sound was presented twice in succession, once processed with fast compression and once with slow. The time interval between the two segments was 1.25 s. The possible orders were used equally often, and the order was randomized across trials. Within a given pair of sounds, the only difference between the sounds was in the compression speed; the input level was always the same. The subject was asked to indicate which of the two was preferred and by how much, using a slider on the screen. The continuum was labeled "1 much better," "1 moderately better," "1 slightly better," "equal," "2 slightly better," "2 moderately better," and "2 much better." The next pair was stimuli was presented 1 s after the subject had entered their response.

Within each block of trials, all six types of signals were presented (Classical music, Jazz, Male singing, Percussion, Female speech, and Male speech), and the input level was kept constant. The 12 pairs of sounds (6 signal types × 2 presentation orders \[fast compression first or slow compression first\]) were presented in random order. Two blocks of trials were used for each subject and each input level. The order of presentation of input levels across blocks was random.

For a given trial, if fast compression (FAST) was preferred, the slider position was coded as a negative number, and if slow compression (SLOW) was preferred, the slider position was coded as a positive number. For example, if the order on a given trial was SLOW first and FAST second, and the participant set the slider position midway between "2 slightly better" and "2 moderately better," the score for that trial was assigned a value of −1.5. The overall score for each compression speed and stimulus type (e.g., classical music) was obtained by averaging all of the subscores obtained for that speed and stimulus type. A score of −3 would indicate a very strong and perfectly consistent preference for FAST, whereas a score of +3 would indicate a very strong and perfectly consistent preference for SLOW. A score of 0 would indicate no preference.

Measurement of DLFs {#sec7-2331216516640486}
-------------------

The method used to measure DLFs was similar to that described by [@bibr50-2331216516640486] and [@bibr41-2331216516640486]. A two-interval, two-alternative forced-choice task was used. One interval contained four successive 2000-Hz tones. The other interval contained four successive tones whose frequency alternated between 2000 Hz and 2000 Hz + Δf. The subject had to choose the interval in which they heard a fluctuation in pitch. Each tone lasted 400 ms, including 20-ms raised-cosine ramps. The silent gap between the tones within an interval was 100 ms. The silent gap between intervals was 400 ms.

Each ear was tested separately. Initially, the absolute threshold at 2000 Hz was measured using the two-alternative forced-choice method implemented in the TFS1 software ([@bibr61-2331216516640486]). Three estimates were obtained for each ear, and the final estimate was based on the average of the three. For measurement of the DLF, the level of each test tone was set 30 dB above the measured threshold, that is, to 30 dB sensation level (SL). No level roving was used. The value of Δf was varied adaptively to determine the DLF. For the first run for each subject, the starting value of Δf was 100 Hz. For subsequent runs, the starting value of Δf was set to four times the threshold estimate for the first run. Following two correct responses in a row, the value of Δf was decreased, while following one incorrect response, it was increased. This procedure tracks the 70.7% correct point on the psychometric function. The value of Δf was changed by a factor of 1.953 (1.25^3^) until one turnpoint had occurred, by a factor of 1.5625 (1.25^2^) until the second turnpoint had occurred, and by a factor of 1.25 thereafter. The procedure continued until eight turnpoints had occurred. The threshold was estimated as the geometric mean of the values of Δf at the last six turnpoints. Four estimates were obtained for each ear, and the final estimate was obtained as the geometric mean of the four.

Measurement of Interaural Phase Sensitivity---The TFS-LF (Low Frequency) test {#sec8-2331216516640486}
-----------------------------------------------------------------------------

The TFS-LF test ([@bibr23-2331216516640486]; [@bibr61-2331216516640486]) uses a two-interval, two-alternative forced-choice task, with a similar temporal structure to that described for the measurement of the DLFs. The tone durations and silent gaps were as described for the DLFs. All of the tones in one interval were in phase at the two ears. In the other interval, the first and third tones were in phase at the two ears, but the second and fourth tones had an interaural phase difference (IPD) of ϕ in the TFS only (the envelopes of the tones were synchronous in the two ears). The subject was asked to indicate the interval in which the tones appeared to move within the head.

The test frequency was fixed at 500 Hz. Initially, the absolute threshold at 500 Hz was measured for each ear using the two-alternative forced-choice method implemented in the TFS software ([@bibr61-2331216516640486]). Three estimates were obtained for each ear, and the final estimate was based on the average of the three. The level of the test tones in each ear was set to 30 dB SL. The value of ϕ was varied adaptively to determine the IPD at threshold, using the same procedure as for the DLFs. The starting value of ϕ was 180°. The threshold was estimated as the geometric mean of the values of ϕ at the last six turnpoints. Five estimates were obtained, and the final estimate was obtained as the geometric mean of the five.

The adaptive procedure terminated if the procedure called for the largest possible value of ϕ (180°) twice before the second turnpoint or any time after the second turnpoint. This happened consistently for six of the subjects. The thresholds for those subjects were thus indeterminate but are plotted at an arbitrary value of 180° when the results are presented. When the adaptive procedure terminated, the procedure switched to a nonadaptive procedure where 40 trials were run with ϕ fixed at 180°. The obtained scores were all only a little above the chance value of 50% (range 53% to 58.5% correct).

Measurement of Interaural Phase Sensitivity---The TFS-Adaptive Frequency Test {#sec9-2331216516640486}
-----------------------------------------------------------------------------

To obtain an estimate of interaural phase sensitivity for all subjects, we used a modified version of the TFS-LF test in which the IPD was fixed at 180°, and the frequency of the test tone was adaptively varied to determine the highest frequency at which the task could be performed. The task is based on the assumption that, for each subject, there is a frequency above which sensitivity to interaural phase worsens markedly ([@bibr6-2331216516640486]; [@bibr26-2331216516640486]). The procedure is intended to track the highest frequency at which changes in IPD can be detected. The time pattern of the stimuli was the same as for the TFS-LF test. All subjects could perform the task when the frequency was made sufficiently low. We refer to the modified test as the TFS-AF test, where AF stands for adaptive frequency ([@bibr13-2331216516640486]). A comparable task has been used by [@bibr59-2331216516640486] and by [@bibr18-2331216516640486].

The starting frequency was 500 Hz. The level of the tones in each ear for this frequency was set to 30 dB SL, using the absolute threshold measured with the TFS software. Because the absolute thresholds varied with frequency, the absolute thresholds at other frequencies were estimated from the measured audiometric thresholds for each ear. For each audiometric frequency, the absolute threshold in dB HL was converted to level in dB SPL by adding the minimum audible pressure for monaural listening, as predicted by the loudness model of [@bibr38-2331216516640486]. Interpolation was used to estimate the absolute threshold in dB SPL at frequencies between the audiometric frequencies, and the level of the test tones in each ear was adjusted so that the SL remained constant at about 30 dB SL as the frequency was changed. The frequency was adjusted using the same rules as used for changing Δf in the DLF task, and the threshold was estimated as the geometric mean frequency at the last six turnpoints. Five estimates were obtained, and the final estimate was obtained as the geometric mean of the five. The lowest frequency allowed in the software was 30 Hz, and all subjects achieved thresholds of 200 Hz or above.

Results {#sec10-2331216516640486}
=======

Compression Speed Preferences for Speech {#sec11-2331216516640486}
----------------------------------------

As described earlier, a score of −3 would indicate a very strong and perfectly consistent preference for FAST, whereas a score of +3 would indicate a very strong and perfectly consistent preference for SLOW. A score of 0 would indicate no preference. The pattern of results was similar across levels. To get an overview of the individual preference scores, the scores were averaged across the three levels. The average preference scores for the male talker and the female talker were highly correlated (*r* = .91, *p* \< .001). This indicates that the subjects were consistent in their ratings across talkers. In what follows, only the mean ratings across talkers are considered.

[Figure 2](#fig2-2331216516640486){ref-type="fig"} shows individual and mean preferences for speech. On average, SLOW was preferred over FAST, but only by 0.46 scale units. There were distinct individual differences. Ten subjects showed a preference for SLOW of 0.5 scale units or more, while five subjects showed a preference for FAST of 0.5 scale units or more. Figure 2.Mean preference scores for speech for each subject. Error bars show ± 1 SD. The bar at the right shows the mean.SD = standard deviation.

Compression Speed Preferences for Music {#sec12-2331216516640486}
---------------------------------------

Again, the pattern of the preference scores was similar across levels, and the results were initially averaged across the three levels. The preference scores were reasonably consistent across all music types except for the solo percussion instrument. The scores for the latter were not significantly correlated with scores for any of the other music types. Also, the scores for the percussion instrument fell within a narrow range (−0.2 to +0.53) for all except two subjects. This may have happened because the percussion instrument was generally described as sounding unpleasant regardless of whether fast or slow compression was used. Therefore, in what follows, we consider only the mean scores across the three other music types: jazz, classical, and man singing with guitar.

[Figure 3](#fig3-2331216516640486){ref-type="fig"} shows individual and mean preferences for music. On average, SLOW was preferred over FAST, by 0.55 scale units. There were again distinct individual differences. Nine subjects showed a preference for SLOW of 0.5 scale units or more, and the rest showed very small preferences for SLOW or no clear preference. Figure 3.As [Figure 2](#fig2-2331216516640486){ref-type="fig"}, but for music.

Similarity of Preferences for Speech and Music {#sec13-2331216516640486}
----------------------------------------------

Although the mean preference for SLOW relative to FAST was slightly greater for the music than for the speech stimuli, the pattern of preferences across subjects was highly correlated for the two stimulus types (*r* = .89, *p* \< .01), as can be seen in [Figure 4](#fig4-2331216516640486){ref-type="fig"}. However, it is noteworthy that subjects whose preference scores for speech were negative (indicating slight preferences for FAST) gave preference scores for music that were in the range 0 to 0.4, indicating no clear preference for SLOW versus FAST. Subjects with preference scores greater than 1 for speech, indicating relatively strong preferences for SLOW, also gave reasonably strong positive preference scores for music. Figure 4.Scatterplot of preference scores for music against preference scores for speech. Each symbol shows the scores for one subject. The dashed diagonal line indicates where the scores would lie if preferences for FAST versus SLOW were equal for speech and for music.

Effects of Level on Preferences {#sec14-2331216516640486}
-------------------------------

[Figure 5](#fig5-2331216516640486){ref-type="fig"} shows mean preference ratings across subjects for each level, separately for the speech and music stimuli. An overall slight preference for SLOW occurred for all three levels for both stimulus types. A within-subjects analysis of variance was conducted on the preference scores with factors level and stimulus type. Neither of the main effects was significant, but there was a significant interaction between level and stimulus type: *F*(2,42) = 15.3, *p* \< .001. The interaction reflects the fact that the relative preference for SLOW was greater for speech than for music at the 65-dB SPL level, but not at the two other levels. Figure 5.Mean preferences across subjects for speech (cross-hatched bars) and music (diagonally shaded bars) for each input level. Error bars show ± 1 SD.SPL = sound pressure level; SD = standard deviation.

The pattern of results differs somewhat from that found by [@bibr43-2331216516640486] using a similar procedure, simulated hearing aid, and stimuli. They also found slight mean preferences for slow compression for both speech and music, but the effect occurred mainly for the input level of 80 dB SPL, and not for input levels of 50 and 65 dB SPL. The discrepancy may be related to the fact that their subjects generally had smaller hearing losses than those of the subjects used here. For example, at 4 kHz, the hearing losses of their subjects ranged from 20 to 65 dB, with a mean of 44 dB, whereas the hearing losses of the subjects used here ranged from 48 to 74 dB, with a mean of 59 dB. CAM2A prescribes higher CRs for greater hearing losses, so the effects of compression speed might have been larger and more noticeable for the subjects used here.

TFS-LF and TFS-AF Scores {#sec15-2331216516640486}
------------------------

[Figure 6](#fig6-2331216516640486){ref-type="fig"} is a scatterplot of scores for the TFS-AF test (in hertz) against scores for the TFS-LF test (in degrees). Scores for the latter are plotted as diamonds at 180° for the six subjects for whom the threshold could not be reliably determined because the adaptive procedure called for a value of ϕ greater than 180° (three of the diamonds are superimposed, as, by coincidence, three subjects had thresholds on the TFS-AF test of 200 Hz). The six subjects for whom thresholds could not be determined reliably using the TFS-LF test all had thresholds on the TFS-AF test close to 500 Hz or at 200 Hz, so it is not surprising that the adaptive procedure could not be completed using the TFS-LF test with a fixed frequency of 500 Hz. Of the remaining subjects, six had thresholds below (i.e., worse than) 500 Hz but were still able to complete the adaptive procedure in the TFS-LF test. For the 16 subjects who were able to complete both the TFS-LF and the TFS-AF tasks, there was a strong negative correlation between the two (*r* = −.91, *p* \< .01), indicating good consistency across the two tests; good interaural phase sensitivity is associated with a low threshold in degrees on the TFS-LF test and a high threshold in hertz on the TFS-AF test. Figure 6.Scatterplot of scores for the TFS-AF test (frequency in hertz) against scores for the TFS-LF test (IPD in degrees). Circles show results for subjects who could complete both adaptive procedures. Diamonds show results for subjects who could not complete the TFS-LF adaptive procedure; for these subjects, the scores for the TFS-LF test are plotted at the maximum possible IPD of 180°.TFS-AF = temporal fine structure-adaptive frequency; TFS-LF = temporal fine structure-low frequency; IPD = interaural phase difference.

Previous results have suggested that sensitivity to interaural phase declines with increasing age ([@bibr18-2331216516640486]; [@bibr41-2331216516640486]; [@bibr41-2331216516640486]; [@bibr59-2331216516640486]), even when audiometric thresholds remain within the normal range. For the present results, the TFS-AF thresholds were negatively correlated with age, as expected (*r* = −.2), but the correlation was not significant (*p* \> .05), perhaps because the effects of age were swamped by the effects of hearing loss. The TFS-AF thresholds were significantly negatively correlated with the absolute threshold for the test ear at 500 Hz (*r* = .43, *p* \< .05).

Relationship of Compression Speed Preferences to Sensitivity to TFS {#sec16-2331216516640486}
-------------------------------------------------------------------

Because we were testing the hypothesis that the relative preference for SLOW would increase with decreasing sensitivity to TFS, one-tailed tests were used to assess the significance of correlations. The logarithms of the DLFs for the test ears were weakly correlated with preference scores: *r* = .36, *p* = .05 for speech and *r* = .39, *p* \< .05 for music. This is illustrated in Figures [7](#fig7-2331216516640486){ref-type="fig"} and [8](#fig8-2331216516640486){ref-type="fig"}. Large DLFs, indicating poor sensitivity to TFS, were associated with greater preferences for SLOW. Scores on the TFS-AF test, which could be completed by all subjects, were not significantly correlated with compression speed preferences for either speech or music (both *r* = −.06, *p* \> .05). The DLFs for the test ears were not significantly correlated with the TFS-AF test scores (*r* = −.17, *p* \> .05). This is not surprising, as the two tests were conducted using stimuli in very different frequency regions. Figure 7.Scatterplot of preference scores for speech against DLFs at 2000 Hz.DLFs = difference limens for frequency. Figure 8.Scatterplot of preference scores for music against DLFs at 2000 Hz.DLFs = difference limens for frequency.

The DLFs ranged from about 15 to 50 Hz, with a geometric mean of 24 Hz. [@bibr41-2331216516640486] measured DLFs for normal-hearing subjects using a similar task, except that they roved the level of every tone, whereas no roving was used here. Their DLFs at 2000 Hz for a level of 70 dB SPL ranged from 12 to 31 Hz with a geometric mean of 15 Hz. Their DLFs were, on average, smaller than those found here, despite their use of level roving, which would tend to increase the DLFs, consistent with the idea that the hearing loss of our subjects was associated with larger-than-normal DLFs. Some previous results have suggested that DLFs increase with increasing age ([@bibr30-2331216516640486]; [@bibr40-2331216516640486]). However, in the present results, there was no significant correlation between the DLFs and age (*r* = .08, *p* \> .05), perhaps because the effects of age were swamped by the effects of hearing loss. The correlation between the DLFs and the audiometric thresholds at 2 kHz in the test ear was significant (*r* = .56, *p* \< .01).

Comparison of CRs for SLOW and FAST {#sec17-2331216516640486}
-----------------------------------

One complication in interpreting the results is that the CR was allowed to have any value up to 10 for SLOW, but the CR was limited to 3 for FAST. For all channels above the first, the mean CR was greater for SLOW than for FAST, as shown in [Table 1](#table1-2331216516640486){ref-type="table"}. This might have affected the preference judgments. However, the slow compression had a release time that was so long that the compression would have had little effect on the ongoing amplitude fluctuations in the stimuli, even when the CR was above 3 ([@bibr66-2331216516640486], [@bibr67-2331216516640486]). Therefore, the dynamic changes in the stimuli were effectively independent of the CR used for SLOW.

As noted earlier, the main effect of the slow compression was to compensate for differences in overall level of the stimuli. Because of the different maximum CRs used for SLOW and FAST and the way that CAM2A compensates for limitations in the CR, the output level was expected to be slightly higher for SLOW than for FAST for the 50 dB SPL input level and slightly lower for SLOW than for FAST for the 80 dB SPL input level; the output levels should have been well matched for SLOW and FAST for the input level of 65 dB SPL. To quantify these effects, the CAM2A software was used to generate a recommended fitting for an audiogram corresponding to the average for the test ears of the present subjects (with the CR restricted to 3 for FAST and 10 for SLOW). The simulated hearing aid was programmed with the two fittings. The output was then determined for each stimulus (except the percussion instrument) for each input level. The results are given in [Table 2](#table2-2331216516640486){ref-type="table"}. The differences in output level between SLOW and FAST were in the expected direction but were generally small. Output levels were very well matched for the input level of 65 dB SPL. Table 2.Differences in Root-Mean-Square Output Level (FAST−SLOW) in dB for Each Signal (Excluding the Percussion Instrument) and Each Input Level.Input level, dB SPLStimulus506580Male talker−2.0−0.14.3Female talker−2.0−0.54.0Classical−2.00.86.4Jazz−1.9−0.12.4Man singing−1.60.00.8*M*−1.90.03.6[^2]

If the preferences were determined by level (or loudness), one might have expected the preferences to differ most from zero for the lowest and highest levels, and to be least different from zero for the medium input level, for which the output levels were well matched. In fact, the overall mean preferences (across speech and music) showed a nonsignificant trend in the opposite direction; mean preference values were 0.41, 0.66, and 0.51 for the input levels of 50, 65, and 80 dB SPL, respectively (see [Figure 5](#fig5-2331216516640486){ref-type="fig"}). It can be concluded that the preference judgments were probably not determined by level or loudness. The dominant factor was probably related to the fact that FAST reduced the ongoing envelope fluctuations in the stimuli, while SLOW did not.

Discussion {#sec18-2331216516640486}
==========

Consistent with the research reviewed in the introduction, there were distinct individual differences among hearing-impaired subjects in preferences for SLOW relative to FAST. On average, the relative preference for SLOW was slightly greater for music than for speech, but the difference was not significant, *t*(21) = 0.65, *p* \> .05. The pattern of preferences across subjects was similar for speech and music. The general preference for SLOW is consistent with previous results obtained using preference judgments ([@bibr16-2331216516640486]; [@bibr43-2331216516640486]).

Comparisons of slow and fast compression in terms of speech intelligibility have led to mixed results. [@bibr16-2331216516640486], [@bibr17-2331216516640486]) reported that the intelligibility of speech in steady or modulated background noise heard via a two-channel compression hearing aid was, on average, better for fast than for slow compression. However, [@bibr42-2331216516640486], using a five-channel simulated hearing aid, found that the intelligibility of speech in a background of two competing talkers was, on average, slightly better for slow than for fast compression. [@bibr34-2331216516640486], using two-channel hearing aids, found that subjects with low cognitive ability performed better with slow than with fast compression for speech in both steady noise and modulated noise. Subjects with high cognitive ability showed similar performance with fast and slow compression for speech in unmodulated noise but performed better with fast compression for speech in modulated noise. [@bibr20-2331216516640486], using a six-channel simulated hearing aid with normal-hearing subjects listening to a simulation of hearing impairment, found that performance for understanding speech in a single competing talker was consistently better with fast than with slow compression. This underlines the need for caution when interpreting results obtained using simulations of hearing loss.

Based on the present results, the use of slow compression seems to be a "safe" option for music listening because several subjects showed relatively clear preferences for SLOW, while none showed a clear preference for FAST. This is consistent with the finding of [@bibr27-2331216516640486] that the quality of prerecorded music was rated higher when it was subjected to linear amplification than when it was subjected to fast-acting compression, as slow-acting compression is similar to linear amplification over short time scales. Thus, it seems reasonable to use slow compression as the default option for a "music" program in a hearing aid. However, for speech, five subjects showed a clear preference for FAST. This finding, combined with previous results suggesting clear individual differences in the relative benefit of slow and fast compression for the intelligibility of speech in fluctuating background sounds, suggests that there is no "safe" option for speech. To determine the most appropriate compression speed for everyday listening to speech, it is necessary either to assess subjective preferences for different compression speeds or to assess speech intelligibility for different compression speeds, or (preferably) both.

The preferences were not related to the measures of sensitivity to IPD at low frequencies. A possible reason is that some of the subjects had near-normal hearing at low frequencies, and for them, little compression was applied at low frequencies. It would be desirable to repeat this study using subjects with greater hearing losses at low frequencies. There were weak but significant correlations between the DLFs at 2000 Hz and preferences for compression speed for both speech and music. Thus, sensitivity to TFS may have a weak influence on preferences for compression speed. However, other factors, such as cognitive ability ([@bibr16-2331216516640486], [@bibr17-2331216516640486]; [@bibr34-2331216516640486]), may also play a role.

Conclusions {#sec19-2331216516640486}
===========

Preferences for compression speed among hearing-impaired subjects listening via a simulated five-channel hearing aid fitted using the CAM2A method showed clear individual differences. For speech, SLOW was preferred by more subjects than FAST, but 5 out of 22 subjects showed clear preferences for FAST. For music, about half of the subjects showed a preference for SLOW, and half showed no clear preference. Preferences were correlated for speech and music, but subjects who showed no clear preference or a preference for FAST for speech showed no clear preference for music. The preferences for both speech and music were weakly correlated with DLFs at 2000 Hz, suggesting a weak role of sensitivity to TFS; poor sensitivity to TFS is associated with a greater preference for SLOW. Measures of the sensitivity to interaural phase at low frequencies were not correlated with preferences for compression speed for either speech or music. Slow compression seems to be a safe default option for a music program in hearing aids. However, there appears to be no safe option for speech.
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[^1]: *Note*. Ar. Mean = arithmetic mean; SD = standard deviation; GeoMean = geometric mean; Max = maximum; Min = minimum.

[^2]: *Note*. SPL = sound pressure level.
